The development of impedance-based array devices is hindered by a lack of robust platforms and methods upon which to evaluate and interrogate sensors. One aspect to be addressed is the development of measurement-time efficient techniques for broadband impedance spectroscopy of large electrode arrays. The objective of this work was to substantially increase the low frequency impedance measurement throughput capability of a large channel count array analyzer by developing true parallel measurement methods. The goal was achieved by Fourier transform-based analysis of simultaneouslyacquired multi-channel time-based current and voltage data. Efficacy and quantitative analysis of the parallel approach at frequencies less than ca. 10 Hz as well as a combined sequential + parallel approach for efficient broadband impedance spectroscopy over 5-orders of magnitude in frequency is demonstrated through complex impedance measurement of arrays consisting of up to 100 elements.
Introduction
Impedance-based measurement approaches, which are non-invasive, can substantially improve the selectivity and sensitivity [1] [2] [3] and yield shorter response times and more stable readings [4] when applied to chemiresistor and other sensor types. Impedance data acquired over a broad range of frequencies (i.e., impedance spectroscopy) contains more information than a DC-based measurement because the technique probes many aspects of the system investigated (i.e., the sensor as it interacts with its environment) including reaction kinetics and charge transfer processes; resistive, capacitive and dielectric properties of the sensor materials; and transport effects [5] . For example, changes in the permittivity of oxide mixtures have been used for thin and thick-film semiconductor-based sensors for gases such as NO x , H 2 S, CO x , SO x , NH 3 , and other organic and combustible gases [5] . Because of these advantages, there has been growing interest in impedance-based sensors and sensor array systems [6] .
Commercially-available, general purpose multi-channel analyzers capable of DC and AC impedance interrogation of arrays with up to 100 electrodes have been used to study complex electrochemical phenomenon such as metallurgical and spatiotemporal interactions in localized corrosion [7] [8] [9] [10] [11] , combinatorial electrochemistry for discovery of improved corrosion inhibitors [12, 13] , lithium-ion battery electrode materials [14] [15] [16] [17] , and fuel cell catalyst [18] . These works employ DC electrochemical measurement methods, such as linear or cyclic polarization techniques. To the authors knowledge, only one publication [19] describes impedance spectroscopy of large-channel count arrays, i.e., where N ~ 100 electrodes.
To date, impedance spectroscopy measurements of arrays have been based on sequential interrogation of each array element at each frequency [19] . The advantage of this approach is that only one impedance analyzer is required, which substantially reduces the cost, size, mass and power consumption of the analytical instrumentation. However, a limitation of this serial approach is that the data acquisition time can be substantial at low frequency when interrogating large numbers of array elements, i.e., ca. tens of minutes to tens of hours when interrogating 100 channels to sub-Hertz frequencies.
There are numerous reasons why time-efficient methods are required for impedance spectroscopy of large electrode arrays. First, there is a need to be able to make the measurement in an experimentally practicable duration. It is beyond the patience of most researchers and experimental systems to spend hours or even days to conduct a single experiment, as is conceivable when performing impedance spectroscopy measurements at sub-Hertz frequencies sequentially on arrays with a large number of elements (see discussion on section 1.1). Second, one criteria for valid impedance measurements is a stable, unchanging system. That is, the system must be stable over the timeframe of the experiment. When the impedance of each array element is determined by sequential interrogation of each element at each frequency prior to moving to the next lowest frequency, it becomes increasingly difficult to satisfy the stability criteria because of the extended time required to complete the experiment. Similarly, transient events are more likely to either be missed or misinterpreted (due to failure to meet the stability criteria) when the measurement takes a long time to perform. Finally, some applications are restricted in their power availability and/or are required to function for an extended period of time on a fixed energy budget. Such applications include batterypowered or low-power sourced sensor array systems as well as systems for space exploration. For these applications, it is highly desirable if not essential to minimize the measurement duration. Thus, there are various reasons to address development of measurement-time efficient techniques for broadband impedance spectroscopy for large electrode arrays.
The objective of this work was to substantially increase the low frequency impedance measurement throughput capability of a large channel count array analyzer by developing true parallel measurement methods. The goal of true parallel impedance measurement at frequencies less than ~ 10 Hz was achieved through development of Fourier transform-based analysis of simultaneously-acquired time-based multi-channel current and voltage data. In addition, we demonstrate a two-pronged measurement approach consisting of the standard sequential measurement method at high frequencies (~ 1 kHz to 10 Hz) combined with the parallel method at low frequencies (< 10 Hz) for measurementtime efficient broadband impedance spectroscopy of large arrays. Arrays of resistor-capacitor dummy cells exhibiting frequency-dependent complex impedance characteristics consistent with chemiresistor and other sensors were used to demonstrate the efficacy of the approach.
Technique for time-efficient impedance spectroscopy of arrays
The current state-of-the-art array analyzer is the Model 910 Multi-channel Microelectrode Analyzer (MMA, Scribner Associates, Inc.). The MMA is a general purpose instrument capable of DC and AC impedance interrogation of arrays with up to 100 electrodes or sensors [19] . Impedance spectroscopy measurements with the MMA are based on sequential interrogation of each array element at each frequency. This method is referred to as the "standard" impedance measurement approach. The advantage of this approach is that only one impedance analyzer is required, which substantially reduces the cost, size, mass, and power demand of the instrument.
However, the limitation of this approach is that at low frequency (less than ~ 1 Hz), the data acquisition time can be substantial when interrogating large numbers of array elements (~ 10s of minutes to 10s of hours). As an example, it takes 100 seconds per electrode to perform an impedance measurement at 0.01 Hz assuming one integration cycle (more integration cycles leads to improved signal-to-noise ratio but at the cost of increased data acquisition time). An impedance measurement at this frequency performed sequentially on a 100-electrode array takes 2.8 hours. This example demonstrates that non-parallel approaches to impedance measurement of large-channel count arrays leads to unacceptable data acquisition times at low frequencies. Table 1 demonstrates the impact on the time required to measure the impedance spectrum of 100 electrodes using the standard sequential method alone vs. a combined approach consisting of the standard sequential method at high frequencies plus a parallel measurement technique at low frequencies. The following parameters were used to estimate the measurement time as a function of method: as indicated in Table 1  Measurement duration: 20 s integration time or minimum of 1 cycle
As will be demonstrated below, 10 Hz is a reasonable choice for the transition frequency from the standard sequential method to the parallel technique.
It is obvious from the results shown in Table 1 that there are substantial gains in measurement time efficiency that can be achieved through implementation for a true parallel measurement approach for large electrode arrays. The benefit afforded by the parallel method increases substantially as the minimum frequency decreases; this is because as the minimum AC frequency gets smaller (sub-Hertz), the measurement time grows exponentially for the standard method whereas it increases nearly linearly for the parallel method.
As demonstrated by the results in Table 1 , to be time-efficient, low frequency impedance measurement of arrays must be performed in parallel. Therefore, the objective of this work was to develop a practicable multi-channel impedance measurement method. To achieve this, we developed and evaluated a fast Fourier transform (FFT)-based method [20, 21] . The FFT approach uses nearly simultaneously-acquired time-domain current and voltage data permitting true parallel impedance analysis of multielectrode arrays. In this method, a common AC voltage excitation of known magnitude and frequency is imposed simultaneously on each element in the array for which an impedance measurement will be made. The current response from each sensor and the voltage are acquired in real-time. Fourier transform of the time-based voltage and current signals into the frequency domain recovers the original frequency-dependent applied AC voltage and AC current response of each channel, which are subsequently used to calculate the complex impedance of each electrode within the array.
The method is based on the well-established FFT algorithm approach to calculate the complex impedance Z(jω) from time-domain based data:
Here, F denotes the Fourier transform, V is the system voltage, and I is the current response. The variable jω indicates a complex frequency-domain parameter, where j is the complex operator = √-1, and t indicates a time-domain parameter. Equation [1] reveals that the ratio of the Fourier transforms of the measured time-domain voltage and current is equal to the impedance [20, 21] .
The fundamental equations are the Fourier transform coefficients [22, 23] ,
where n is a multiple of the base frequency ω and F(x) is the waveform to be correlated. Because only the fundamental (applied) frequency is analyzed, n = 1 in all cases. In discrete form,
where 
where k is the k th channel (i.e., the k th electrode, sensor, etc.) measured. The impedance of the k th channel at the applied frequency ω is then calculated from Equation [1] .
Experimental

Instrumentation
All experimental work was performed using a using a commercially available PC-controlled Multichannel Microelectrode Analyzer, MMA (Model 910, Scribner Associates Inc.). Application software for the MMA instrument (MMALive®, Scribner Associates Inc.) was modified by the authors to implement the measurement schemes presented below. For all tests described below, all 100 channels of the MMA were monitored while the AC signal was applied to the array. Time-stamped multichannel current and single-channel voltage data were acquired at a rate of ~ 22 frames/second. That is, the current from each of the 100 channels and the common voltage signal were sampled more then 20 times per second. Figure 1 illustrates the typical set-up for electrochemical testing of a microelectrode or sensor array. Shown are the analytical instrument, an array and the electrochemical cell. During an experiment, the current of up to 100 separate working electrodes is measured nearly simultaneously with in-line ZRAs. For the configuration illustrated in Figure 1 , the measured open circuit potential is the mixed potential of all N working electrodes, i.e., the electrode are galvanically coupled together. A DC polarization or bias can be applied to all or a subset of working electrodes with respect to a reference electrode and/or other electrode groups. Because all working electrodes are electrically coupled through the zero resistance ammeters (ZRAs), both inter-electrode and polarized cell currents can exist within the cell depending on the relative potentials imposed on the array elements. Figure 1 . Typical experimental set-up for electrical or electrochemical testing of a microelectrode or sensor array. The set-up is similar to a traditional 3-electrode configuration consisting of a working electrode (WE), counter electrode (CE) and reference electrode (RE) with the exception that the single WE is replaced with N working electrodes resulting in an N + 2 electrode configuration. Both inter-electrode and polarized cell currents can exist within the cell depending on the relative potentials imposed on the array elements. 
MMA-Z Instrument
The MMA incorporates a digital signal processor (DSP)-based impedance analyzer with a frequency range of 10 kHz to 1 mHz and a measurable impedance range of 500 to 10 7 Ω. The standard sequential impedance measurement method is based on the single-sine digital correlation technique used in many commercial impedance analyzers. Synchronization of the generator and analyzer is critical to ensure that signals of frequency not being generated are strongly rejected by the analyzer as noise. A small AC voltage signal of known frequency is simultaneously imposed on each array element for which the impedance is to be measured and the AC current response of each electrode sequentially evaluated by the impedance analyzer. Impedance spectroscopy measurements are performed sequentially from highest to lowest frequency. In other words, the instrument sequentially interrogates the impedance response of each electrode at a single frequency before stepping to the next lower frequency. In this way, the majority of the data is obtained for each electrode over a relative short period of time (i.e., at high frequency). A method for time-efficient low frequency impedance measurement of large arrays was described in Section 1.1.
Testing and evaluation of parallel and time-efficient impedance measurement methods
Because the focus of this work is evaluation of the performance of the analytical instrumentation and developed measurement techniques, testing was conducted using arrays of dummy cells. Dummy cells composed of electrical components (resistors and capacitors) have the advantage that the impedance of the circuit is known. Therefore, the performance of the analytical instrument and measurement methods can be accurately judged. As described below, a variety of dummy cells were employed in this work.
For the initial experiments, two of the dummy cells consisted of a 1 MΩ resistor, one was an open circuit condition (i.e., very large impedance), and the final dummy cell was a 1 nF capacitor. A 10 Hz, 25 mV AC signal was imposed on the array and the data recorded for 5 s.
A second array consisted of one hundred 100 kΩ (±1 % rated accuracy) resistors while a third array consisted of 98 resistors ranging from 1 MΩ to 10 MΩ. During these experiments, for each frequency down to 0.2 Hz, all 100 channels were measured for 5 seconds; for frequencies less than 0.2 Hz, up to 10 second acquisition time was required to get at least one full cycle.
For the second part of this work, described in section 3.2, circuits composed of resistors and capacitors were used to evaluate impedance measurement of test elements with frequency-dependent complex impedance values consistent with typical chemiresistor sensors [1-4, 24, 25] . The circuit chosen for this work consisted of a resistor (R s ) in series with a parallel resistor-capacitor element (R p ||C p ); such an equivalent circuit is commonly used to represent an electrochemical half-cell with a single time constant and negligible mass transport resistance [21] .
Five replicates each of 4 different dummy circuits were fabricated using resistors and capacitors with rated accuracy of ±1 %. Table 2 summarizes the four different kinds (labeled A through D) and Figure 2 shows the layout of the twenty equivalent circuits distributed across the 100-channels of the array analyzer. The intent was to distribute the dummy cells among the measurement channels to determine if there was any influence of channel or channel-order on the impedance measurement. Broadband impedance spectroscopy measurements were made using the MMA instrument described above. The standard sequential measurement approach (10 kHz to 10 Hz; 1 s integration or minimum 3 cycles) in combination with the parallel approach (10 Hz to 0.1 Hz, 20 s integration or minimum 1 cycles) was used to efficiently probe the impedance of the dummy cell array over a broad range of AC frequencies. These experiments were conducted with a 50 mV AC signal at 0 V DC bias.
The authors recognize that for highly non-linear systems, such as an electrochemical system, 50 or 250 mV AC perturbation is a large excitation signal that may result in violation of the criteria for linearity. This excitation signal was selected based on the range of impedances under investigation in relation to the dynamic range and resolution of the current measuring circuitry. Of course, impedance measurement of real systems would necessitate an AC voltage perturbation that did not displace the system from its steady-state condition in violation of the criteria for linearity. As discussed in section 3.2, this will require matching the dynamic range of the current measuring circuitry with the expected range of impedances for a given (acceptable) AC voltage perturbation signal. 
Results and Discussion
The results of this work are presented in two parts. First we describe implementation and demonstration of the parallel multi-channel impedance measurement approach detailed in section 1.1. The benefits and challenges associated with practicable implementation of the parallel method, such as measurement time efficiency and time skew, respectively, are presented. The second part describes experiments designed to demonstrate the efficacy of a combined sequential + parallel measurement approach on dummy cells composed of resistor-capacitor networks that mimic in their frequencydependent impedance response typical sensor and/or electrochemical systems. 
Implementation of a method for parallel multi-channel low frequency impedance spectroscopy
The parallel multi-channel impedance measurement approach described in Section 1. ,y) ) or the voltage data (Voltage), there are ca. 22 data points for every second of data acquisition. The frequency dependence of the current, if any, is not revealed in the raw time-based data, however. The raw time-based data appears as pure noise. Figure 3(b) shows a reconstructed, single sine wave generated from the raw time-based data shown in part (a). The time base is reconstructed by subtracting a multiple of the known period of the waveform. The reconstructed time for each data point is the time since the start of the most recent waveform. The imposed 10 Hz sine wave is evident in the reconstructed data.
Note that an exact sampling rate is not necessary, and in fact could be detrimental. It is very important to know exactly when a signal was sampled, but sampling at a particular frequency is not required. That is, sampling at approximately 22 frames/second is better than measuring at exactly 22 (or 10, 20, etc.) frames/second. Consider the case in which each frame (or channel) was measured at exactly 20 times/second. For an applied AC frequency of 10 Hz, such a sampling rate would result in all of the points for a particular channel to coincide at exactly 2 locations (i.e., 2 times) within the reconstructed waveform. Such a data set would confound the subsequent FFT data analysis required for the calculation of the complex impedance. In contrast, a sample rate that is not a whole multiple of the measurement frequency causes the samples to be distributed within the reconstructed waveform.
There are two relatively simple approaches to dealing with the need for a non-perfect sampling. The first is to incorporate a small (~ 0.01 second) random delay to the triggering of each frame. An alternative approach would use a precise sample rate that is not a multiple of the applied AC frequency. For example, sampling for 10 s at 20.01 frames/second would spread the data for any given channel over 0.1 s within the reconstructed time-base. Thus, although an exact sampling rate is not required, there is a constraint to know precisely when a signal is sampled, as demonstrated further below.
Within the reconstructed time-base of Figure 3 (b) we observe that there is an obvious phase difference between the current data for the resistors (channels I(1,1) and I(2,1)) and the capacitor (channel I(4,1)) with respect to the voltage data. That is, the current data for the resistor channels and the voltage channel data are not in-phase; ideally, current and voltage are in-phase for a purely resistive element. Likewise, current data for the channel with the capacitor element is not -90° out-ofphase with the voltage data; ideally, current and voltage are exactly out-of-phase for a purely capacitive element. The phase shift is suggestive of time skew in the data. Such time skew confounds further processing of the data for extraction of the component impedance, which is the property of interest. For each frame, all 100 currents followed by the voltage are measured in very rapid succession. Time skew in the data acquired between channels occurs because a small finite amount of time (~ 100 µs) is required to execute each sample event. Figure 3 (b) further reveals that the time skew between the two channels with 1 MΩ resistors (I (1,1,) and I(1,2)) was small compared to the time skew between each of these channels and the voltage data; this occurs because these two current channels were measured one after the other at the start of each frame while the voltage signal was measured at the end of each frame. Fortunately, the time skew was consistent and could be accounted for.
To address the issue of time skew between channels, we determined a series of correction factors by measuring the time delay between each current sample and the voltage sample, determining the order in which each channel of current and the voltage was sampled, and assessing how the number of channels sampled influenced the time skew between samples. The MMA application software was modified to use these correction factors to automatically account for time skew between measurements in the raw time-based data. As presented below, testing with 100-element resistor arrays verified the efficacy of this approach. Figure 4 shows the results of a set of impedance experiments with and without the time skew correction factors applied. As described previously, time-based data was acquired in real-time at ~ 22 frames per second and the frequency-dependence reconstructed from time-based data. Equations [1] and [4] - [7] were used to calculate the impedance. The figure shows the impedance from 100 channels each connected to a 100 kΩ resistor (±1 % rated accuracy). The effect of time skew is particularly evident by comparing the phase angle vs. frequency graph of Figure 4 (a) and (b). These results reveal that accounting for the time skew between channels significantly improves the measurement accuracy and increases the upper frequency at which this approach may be successfully implemented. It is evident that the FFT approach to parallel low frequency impedance measurement of large arrays is feasible at frequencies less than about 20 Hz, although it should be noted that the frequency limit is hardware dependent as discussed below. At frequencies greater than 20 Hz, it is believed that time resolution and/or the accuracy of the time stamp are the dominant sources of error. The timer in the host PC is used to record the time, but there is ~ 1 millisecond (ms) randomness between when a measurement actually starts, and when the PC "thinks" it starts. At 20 Hz (50 ms period), a 1 ms noise corresponds to about 2 % error, which is consistent with the error obtained in impedance measurements using the parallel approach at ~ 20 Hz (see Figure  4(b) ). Future work in this area includes using a more accurate clock for the time-stamp measurement, either from the host PC/operating system or via an on-board clock, which will generate more accurate and higher resolution time-stamp information. This, along with faster data acquisition capability (more frames/second), is expected to increase the practicable upper frequency limit of the parallel impedance measurement approach.
We can quantify the accuracy of the parallel method by comparing its results to that obtained with the standard method. Table 3 summarizes statistical properties of the real component of the impedance Z′ for the parallel and standard measurement methods when measuring an array composed of ninetyeight (98) 100 kΩ resistors (±1 % rated accuracy). In addition, Figure 5 shows the real impedance Z′ determined via the two methods where the box indicates the region of expected values based on the rated accuracy of the resistors. Three frequencies were analyzed: 10, 1 and 0.2 Hz. Good agreement between the two methods is observed at the lowest frequencies, 0.2 and 1 Hz. In fact, close observation of the data sets at these frequencies reveals that they essentially overlap and are only slightly displaced from the 1:1 line. For these frequencies, there is less than 1 % difference between the mean of the result obtained from the parallel method and the standard method (see "% Difference" in Table 3 ).
At 10 Hz, the parallel method produced slightly greater values than the standard method. This is indicated by the larger positive % Difference value at 10 Hz shown in Table 3 as compared to the other frequencies as well as by the shift to the right of the 10 Hz data in Figure 5 . The discrepancy in values at 10 Hz is due to increased phase error resulting from non-optimized time skew factors and/or the effects of error in the time-stamp data. Errors due to these sources are exacerbated at higher frequency. Improvements in these areas will improve the accuracy and highest frequency at which the parallel low frequency method can be successfully applied.
As further demonstration of the efficacy and advantage of the FFT-based parallel method for low frequency impedance measurement of electrode or sensor arrays, the impedance of an array composed of 100 resistors ranging from 1 MΩ to 50 MΩ was determined using the parallel and "standard" sequential approach. Recall that in the standard approach, at each frequency the impedance of each electrode within the array is determined before stepping to the next lower frequency. While this approach is efficient at high frequency, at low frequency the experimental time becomes significant.
Bode plots showing the impedance magnitude and phase angle (theta) as a function of frequency for both the standard sequential and parallel techniques are shown in Figure 6 . Because these figures contain a large data set (100 channels) it is not feasible to compare the results of the two methods for a given resistor value or channel. However, the results qualitatively demonstrate that the parallel method provides results that are consistent with the standard approach, in particular at frequencies less than ~ 10 Hz for which the phase angle < 2.5° (and ideally should be 0°).
It is worth reiterating the benefit of the parallel approach to low frequency impedance spectroscopy in multi-channel systems. The following conditions were used to measure the impedance of the two types of 100-element resistor arrays presented above: 1 kHz to 0.1 Hz; 10 steps/decade; duration: 5 second per frequency for parallel method, minimum of 0.3 second or 1 cycle for standard method. For these conditions, the parallel measurement method required 7 minutes of data acquisition time whereas the standard sequential method required 120 minutes. Thus, a 17-fold reduction in experimental time was achieved by the parallel measurement method. The increase in time-efficiency of the parallel method as compared to the standard method was derived at frequencies less than about 10 Hz.
Despite the forgoing discussion, it should be recognized that ultimately one probably would not want to apply the parallel method at frequencies greater than about 10 Hz because the advantages of the parallel method, with respect to measurement time efficiency gains, are not realized at higher frequencies and because errors caused by limitations in time-based measurement accuracy are exacerbated at higher frequencies. It is better to use the standard method of impedance measurement at frequencies greater than about 10 Hz and the parallel method at frequencies less than about 10 Hz. Implementation of the optimum solution to broad frequency sweep impedance measurement of large arrays will involve the use of the standard, sequential approach at high frequencies combined with a transition to the parallel approach for the low frequency range. This hybrid or two-pronged approach to time-efficient impedance spectroscopy of large arrays is addressed in the next section. With time skew correction factors applied the phase error is less than 2.5° at 10 Hz indicating that the parallel measurement method can be used to simultaneously obtain the impedance of large array. (b) Complex impedance determined using standard sequential measurement approach in 120 minutes. 
Demonstration of efficient broadband impedance spectroscopy of large arrays
Here, we assess the performance of a multi-channel impedance analyzer with an array of dummy cells that exhibit frequency-dependent response and with impedance and reactance values consistent with typical chemiresistor sensors [1-4, 24, 25] . Specifically, each dummy cell was composed of a resistor (R s ) in series with a parallel resistor-capacitor element (R p ||C p ). This specific resistor-capacitor configuration is commonly used to represent an electrochemical half-cell with a single time constant and negligible mass transport resistance [21] . Dummy cells composed of electrical components (resistors and capacitors) have the advantage that we know a priori the (frequency-dependent) impedance of the circuit and therefore can accurately judge the performance of the analytical instrument.
The results for the parallel low frequency impedance method are shown in Figure 7 . Because of the very large range in values of impedance exhibited by the four different types (from 1 kΩ to 11 MΩ) the results for each type of equivalent circuit are presented separately in both complex plane and Bode plot format. In addition, for each of the four different dummy circuits, an equivalent circuit model was created and its impedance modeled (i.e., predicted) using impedance modeling software (ZView®, Scribner Associates Inc.) using nominal values for the resistors and capacitor used in the dummy cell. The predicted impedance spectra is shown as a dark green line and labeled "FitResult" in Figure 7 . Frequency (Hz) theta Figure 7 summarizes the low frequency impedance of the four types of equivalent circuits determined via the parallel measurement method. Within a given type of equivalent circuit the results are very reproducible. Furthermore, despite the noise observed in some of the data sets, the absolute values are correct, as evidenced by the predicted impedance spectra labeled "FitResult" in each graph. The exception are the results for the Type D dummy cell in which the measured low frequency impedance consistently exceeded the predicted value by approximately 1.1 %. The source of the discrepancy is under investigation.
Noise in the data is evident, in particular at low frequencies and for the cells with very high impedance (e.g., Type B and D) where |Z| ≥ 1 MΩ. The source of noise is due to the magnitude of the AC voltage perturbation (50 mV) and the accuracy of current measuring ZRA circuitry. The ZRAs used here were 100 µA full-scale with a resolution of 3.3 nA. At 50 mV AC and Z ~ 1 MΩ, the current was no more than ~ 50 nA and generally much less than this value. Higher impedance results in even lower current signal. Such small currents approach the bit-resolution of the instrument and thus increase the noise in the data. The remedy to this problem is to match the current measurement circuitry and/or the magnitude of the AC voltage perturbation to the impedance to be measured. It should be noted that using a larger AC perturbation than used here would significantly reduce the noise (but may not be practical for real systems that exhibit non-linear response).
The array analyzers' ZRA circuitry has a limited number of ranges which it can use to optimize measurement of the current, thus limiting the measurable range of impedance to ~ 5 to 6. As such there is an inherent challenge when one type of ZRA circuit is called upon to measure the impedance over 8 orders of magnitude. Fortunately, if the impedance range of a given sensor (or electrode system under study) is known, the current measuring circuitry and possibly the AC voltage perturbation can be selected for optimum measurement accuracy and resolution over the full range of the system response.
As indicated in the experimental section, two types of impedance experiments were conducted: the standard sequential measurement approach and the parallel low frequency approach described in detail above. The results of the equivalent circuit dummy cell impedance testing using the parallel approach are presented above. Next, we merged the results of the standard method covering the high frequency range (10 kHz to 10 Hz) with the results of the parallel method restricted to the low frequency range (10 Hz to 0.1 Hz) to demonstrate the efficacy of efficiently obtaining broadband impedance spectra. Table 4 compares the total measurement time using the standard sequential approach over the whole frequency range (10 kHz to 0.1 Hz) vs. the combined standard + parallel approach over the indicated frequency ranges. As indicated there is an 11-fold reduction in measurement time when using the combined standard + parallel measurement approach in comparison to the standard sequential method alone. Note that measuring to lower frequencies would exponentially increase the time for the standard method but only linearly increase the time for the parallel method. Hence, even greater benefits in measurement time efficiencies are obtained at lower frequencies through implementation of the parallel method. Figure 8 summarizes the impedance spectra obtained using the combined measurement approach. The data indicate that it is feasible to merge the results from the two different measurement approaches to produce complete, broadband impedance spectra of large electrode arrays in a time-efficient manner.
The results of equivalent circuit fitting of the combined standard + parallel experimental impedance data provide an indication of the accuracy of the measurement. The results of the fit along with the nominal dummy cell resistor and capacitor values for one of each of the four different types of circuit are shown in Table 5 . In general, the fit results were very close to the nominal values of the component used to build the dummy cell. In all cases, the difference between the predicted value of the circuit capacitance (C p ) and the nominal value was 3 % or better for 3 of the 4 circuits. The exception was for type D which had an error ~ 7 %. Likewise, the predicted value of the parallel resistor (R p ) was within 2 to 10 % of the nominal value.
There was, however, a > 10 % error in the fitted value of the 1 kΩ series resistor (R s ) used in the Type A and B dummy cells, which was observed in other experiments as well, and only occurs when measuring a dummy cell containing a parallel resistor-capacitor (R p ||C p ) element. That is, this error is not evident when measuring a resistor alone. Neither was this error observed when R s >> 1 kΩ, e.g., type C and D dummy cells. The source of this error is uncertain.
The results demonstrate that, in general, the large-channel count array analyzer used here was capable of accurately measuring the impedance of dummy cells designed to simulate typical chemiresistor (and other) sensors [1-4, 24, 25] . Equivalent circuit fit results of experimental data acquired using the combined standard + parallel approach resulted in predicted values of the circuit components that were very close to the nominal value used to fabricate the dummy cell. 
Conclusions
This work demonstrates the technical feasibility of implementing an enhanced, time-efficient approach to low frequency impedance measurement of large channel-count electrodes and sensor arrays. When the impedance of a 100-electrode array was measured to 0.1 Hz, the measurement time was reduced nearly twenty-fold by the parallel method in comparison to the standard sequential method without sacrificing accuracy. To our knowledge, this is the first implementation of such an approach to electrode arrays. The use of the described parallel impedance measurement approach at sub-Hertz frequencies, which are required for some applications, yields significant gains in measurement-time efficiency. Dummy cells that mimic a simple electrical / electrochemical cell or sensor were used to probe the impedance measurement capability of the general purpose laboratory multi-channel array analyzer. Four different dummy cells covering four orders of magnitude in resistance were used (1 kΩ to 10 MΩ); the resistor and capacitor values were consistent with typical chemiresistor-type sensors. The results demonstrated that the array analyzer technology and measurement approaches were capable of accurately determining the impedance of dummy cells designed to mimic such sensors. Employing the combined standard + parallel measurement approaches significantly reduced by more than an order of magnitude the data acquisition time in comparison to using the standard method alone. Finally, equivalent circuit fit results of experimental data acquired using the combined standard + parallel approach resulted in most cases in predicted values of the dummy cell circuit components within a few percent of the nominal value used to fabricate the dummy cell. 
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